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Toward closure of upwelling radiance in coastal waters
Grace C. Chang, Tommy D. Dickey, Curtis D. Mobley, Emmanuel Boss, and W. Scott Pegau
We present three methods for deriving water-leaving radiance Lw and remote-sensing reflectance
using a hyperspectral tethered spectral radiometer buoy HyperTSRB, profiled spectroradiometers, and
Hydrolight simulations. Average agreement for 53 comparisons between HyperTSRB and spectrora-
diometric determinations of Lw was 26%, 13%, and 17% at blue, green, and red wavelengths, respec-
tively. Comparisons of HyperTSRB and spectroradiometric Lw with Hydrolight simulations yielded
percent differences of 17% 18%, 17% 18%, and 13% 20% for blue, green, and red wavelengths,
respectively. The differences can be accounted for by uncertainties in model assumptions and model
input data chlorophyll fluorescence quantum efficiency and the spectral chlorophyll-specific absorption
coefficient for the red wavelengths, and scattering corrections for input ac-9 absorption data and volume
scattering function measurements for blue wavelengths as well as radiance measurement inaccuracies
largely differences in the depth of the Lu, z sensor on the HyperTSRB. © 2003 Optical Society of
America
OCIS codes: 010.4450, 120.0280, 120.4640.
1. Introduction
The total upwelling radiance just above the sea sur-
face, Lu, is the sum of the water-leaving radiance
Lw, which carries information about the water col-
umn, and the surface-reflected sky radiance Lr,
which does not. The water-leaving radiance is thus
the fundamental quantity underlying ocean color re-
mote sensing. However, radiances can undergo
large magnitude fluctuations that are due, for exam-
ple, to passing clouds. It is therefore more common





as the quantitative measure of ocean color informa-
tion. Here, Ed is the total Sun plus background
sky plane irradiance incident onto the sea surface.
Rrs is an apparent optical property AOP that re-
tains the spectral information of the water-leaving
radiance, but which is largely free of its magnitude
variability.
Algorithms and models have been developed to
relate remote-sensing reflectance measurements to
in-water constituents including chlorophyll concen-
tration; spectral backscattering coefficients; spectral
absorption coefficients; and spectral absorption coef-
ficients separated into phytoplankton, detrital, and
gelbstoff constituents e.g., Garver et al.,1 Tassan,2
Roesler and Perry,3 Gould and Arnone,4 O’Reilly et
al.,5 He et al.6. Recent efforts have focused on use of
remote-sensing data to resolve water column vertical
structures and to detect subsurface features such as
internal waves, sediment plumes, bottom type, and
bathymetry.4,7–10
All these techniques for retrieving environmental
information from remotely made radiance measure-
ments rely on accurate determination of the water-
leaving radiance or remote-sensing reflectance and
on establishing robust relationships between the
water-leaving radiance and the in-water constituents
or other quantities of interest. Because only the to-
tal upwelling radiance can be directly measured, it is
necessary to estimate the water-leaving radiance.
Several techniques can be used to obtain Lw, and
each has its advantages and limitations. If Lu is
measured above the surface, an estimate of Lw can
be made through subtraction of an estimate of the
surface-reflected radiance Lr, which itself cannot
be directly measured. If the underwater upwelling
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radiance is measured at multiple depths z below the
sea surface, this Lu, z can be extrapolated upward
through the water column and sea surface to esti-
mate Lw. It is then unnecessary to estimate the
surface-reflected radiance, but other uncertainties
arise because of the extrapolation. If the inherent
optical properties IOPs namely, the spectral ab-
sorption coefficient and the spectral volume scatter-
ing function VSF of the water body are known
along with information about the incident sky and
solar radiance, the sea state, and the sea bottom,
then radiative transfer numerical models can be used
to compute the water-leaving radiance. This
method to estimate Lw is constrained by the accu-
racy of the various inputs to the numerical model and
by any approximations made in the solution of the
radiative transfer equation.
To understand the errors that may occur in the
retrieved environmental quantities of ultimate inter-
est, it is clearly necessary first to understand the
errors associated with different techniques for the
determination of Lw and Rrs. It is not yet pos-
sible to say if any particular method for estimating
Lw is superior to the other methods, or even how
various methods compare in different situations.
Estimation of Lw from above-surface measure-
ments has been discussed recently by Mobley11 and
Toole et al.12 In this paper we compare methods for
obtaining Lw from underwater measurements and
from radiative transfer calculations. In particular,
we show methods for deriving Lw and Rrs using
a tethered radiometric buoy, profiled spectroradiom-
eters, and radiative transfer calculations using mea-
sured boundary conditions and IOPs as inputs. We
examine the extent to which current technology gives
closure between the two in situ measurement meth-
ods as well as with radiative transfer modeling in
turbid coastal waters.
During the past few years, novel in situ instrumen-
tation has been developed for measurements of up-
welling radiance and downwelling irradiance with
hyperspectral capabilities 5-nm wavelength reso-
lution for 380  800 nm; e.g., Satlantic, Inc. Hy-
perTSRB hyperspectral tethered spectral
radiometer buoy and MiniSpecs, and HOBI Labs
Hydro-Optics, Biology, and Instrumentation Labo-
ratories HydroRad. In situ measurements provide
a link between remotely sensed data and optical
properties in the water column and near the seafloor,
which is important for ground-truthing and algo-
rithm development.13 However, several problems
exist for the interpretation of in situ radiometric mea-
surements and their comparison to remote-sensing
data. In situ radiometric instruments are necessar-
ily deployed below the sea surface for measurements
of Lu, z from which Lw must be derived. Radi-
ometers are usually profiled, moored, or tethered
from just below the sea surface down to the 1% light
level, but interpretation of near-surface data is com-
plicated by time-varying surface roughness effects.
These effects include scattering by whitecaps and
bubbles14,15 and light focusing by surface waves.16
In-water instruments are also subject to self-shading
effects.17,18 Toole et al.12 investigated a variety of
other environmental effects Sun angle, cloud cover,
wind speed, and viewing geometry on radiometric
determinations. They found wind speed to be the
major factor affecting measurement uncertainty.
2. Methods
The present study is part of the Hyperspectral
Coastal Ocean Dynamics Experiment HyCODE
sponsored by the U.S. Office of Naval Research. One
of the central goals of the HyCODE program is to
utilize hyperspectral imagery to improve under-
standing of the diverse processes controlling IOPs in
the coastal ocean. The program also aims to develop
operational ocean color algorithms for the optically
shallow ocean where bottom reflectance is important
and the optically deep ocean where bottom reflec-
tance is unimportant.
The optical measurements presented here were
made during the 2000 HyCODE field experiment at
the Long-term Ecological Observatory site LEO-15
off the coast of New Jersey in water depths of less
than 25 m Fig. 1. Three methods were employed to
measure or compute spectral radiance and irradi-
ance: 1 HyperTSRB, 2 Ocean Color Profiler
OCP-100 free-fall spectroradiometers, and 3 Hy-
drolight 4.1 radiative transfer modeling with IOPs
measured in situ as input. In this paper we focus on
Fig. 1. LEO-15 site map showing the locations of the 53 measure-
ments made during the HyCODE experiment between 21 and 27
July 2000. Depth contours and location of the turbidity front are
approximate. OSU, Oregon State University.
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53 measurements made between 21 and 27 July 2000
from the RV Northstar Fig. 1.
A. Hyperspectral Tethered Spectral Radiometer Buoy
The Satlantic, Inc. HyperTSRB measures upwelling
radiance at 0.66 m below the sea surface, Lu, 0.66
m, and downwelling irradiance just above the sea
surface, Ed, 0
 m, with 256 channels between
wavelengths of 400 and 800 nm 3.3-nm spectral
resolution.19 The methods used to extrapolate Hy-
perTSRB data to the surface are described in Subsec-
tion 2.B. The buoy instruments were tethered at
least 30 m away from the ship to avoid vessel shadow
effects. Data were averaged over the HyperTSRB
sampling period between 2 and 48 min. Self-
shading effects were removed from data by use of
methods presented in Leathers et al.18
B. Ocean Color Profilers
A Satlantic, Inc. OCP-100 with seven-wavelength ra-
diance and irradiance detectors 412, 442, 490, 532,
555, 590, and 682 nm was used in a profiling mode to
make radiometric measurements. The radiometers
were mounted on top of a small cage called Suitcase
that was ballasted to provide a slow descent rate 0.2
m s	1 on average. The radiometers were mounted
on horizontal extensions from the cage to minimize
the effects of the cage on the measurements. The
two sensors were mounted within 10 cm and 1 m of
each other in the vertical and horizontal, respec-
tively. The platform was profiled approximately
15 m from the boat to minimize ship-shadowing ef-
fects. During the processing, radiometer data were
merged with the above-water measurements, and the
10-cm difference in depth of the sensors was taken
into account. A tilt sensor was also mounted on the
Suitcase package for quality control measures; data
were discarded when the sensor tilted 
5°.
We utilized OCP data to compute the diffuse atten-












where z2 and z1 are different depths measured by the
OCP, and z2 
 z1. Depths z1 and z2 were chosen
within the upper water column where computed
KL was relatively constant. Lu, z measured by
the HyperTSRB and OCPs was then extrapolated to
depths of 0.66 m below the sea surface, just below the
sea surface z  0	, and just above the sea surface







where n is the real index of refraction of water n 
1.34 and t is the radiance transmittance of the sur-
face t  0.98.20 We then computed the remote-
sensing reflectance using Lw derived from
HyperTSRB and OCP measurements and Ed mea-
sured by the HyperTSRB.
C. Inherent Optical Properties
IOPs were measured concurrently with HyperTSRB
and OCP data. We obtained profiles of optical prop-
erties by using the free-falling slow descent rate op-
tics platform Slowdrop. Instruments on Slowdrop
included two spectral absorption–attenuation meters
ac-9s,21 a conductivity–temperature–depth sensor,
and a fluorometer. To determine the contribution of
colored dissolved materials to the total absorption
coefficient, a 0.2-m filter Gelman Suporcap 100
was attached to the inlet of one of the ac-9s. Both
instruments were calibrated daily with optically pure
water as a reference Barnstead NANOpure.
Chlorophyll-a concentration was inferred with the
fluorometer and was computed with the spectral ab-
sorption data and the method presented in Chang.22
VSFs at 532 nm were measured at various discrete
depths within the mixed layer generally 5-m water
depth. VSFs over a range of scattering angles 0.5°
to 177.6°, 0.6° resolution were quantified by use of a
prototype VSF meter.23 Total diffuse sky and direct
solar irradiances for Hydrolight 4.1 input were ob-
tained by the above-surface downwelling irradiance
sensor on the HyperTSRB.
Wind speeds were recorded at a nearby meteoro-
logical tower, and cloud cover was estimated at the
time of sampling. The Sun angle was computed
from latitude and longitude from the shipboard
global positioning system and sampling dates and
times. The measured IOPs and ancillary informa-
tion about wind speed and sky conditions provided
Hydrolight with the necessary information for solv-
ing the unpolarized radiative transfer equation.
Pure-water absorption coefficients were taken from
Pope and Fry.24 The Prieur and Sathyendranath25
phytoplankton-specific absorption spectrum was
used to determine how much light was absorbed by
chlorophyll so that measured chlorophyll fluores-
cence could be included in the Hydrolight simula-
tions. In all cases, waters were optically deep.
Initial Hydrolight runs with and without Raman
scatter showed less than 1% difference in Lw; thus
Raman scatter was not included in subsequent runs.
It was concluded that Raman scattering is negligible
at the LEO-15 site because of the relatively high
concentrations of chlorophyll.26,27
D. Instrument Accuracies
We compared HyperTSRB downwelling irradiance
data with similar measurements made aboard the
RV Northstar using a Satlantic, Inc. Multichannel
Visible Detector System MVDS sensor. The
MVDS measures at seven wavelengths in the visible
and was located 
30 m from the HyperTSRB. Mea-
surement results were generally within 10% of each
other except during periods of high haze and patchy
clouds.28 All radiometers were field calibrated at
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least every three days against a stable light source.
The drifts of the HyperTSRB, OCP, and MVDS were
found to be 3% for both the irradiance and the
radiance sensors. Further accuracy information for
radiometers can be found in Hooker et al.29
Accurate radiometric measurements are extremely
difficult to make because of extensive sources of er-
rors associated with environmental effects and in-
strument design. These include instrument tilt for
the HyperTSRB no tilt sensor was mounted on the
buoy, shadowing, wave focusing, depth differences,
and wavelength shifts related to the misalignment of
optical filters. The quantification of the uncertain-
ties in the accuracy of the radiometers is presented in
Section 4.
The precision of the ac-9 after temperature and
scattering corrections is reported to be 0.002 m	1.
The accuracy is dependent on wavelength; uncer-
tainty in scattering corrections for particulate ab-
sorption can result in inaccuracies of up to 20% in the
blue wavelengths 412 and 442 nm.30 Reported
ac-9 calibration accuracy is 0.005 m	1 in the red and
green wavelengths. VSF meter accuracy was labo-
ratory tested with monodisperse spheres. Results
compared well differences within 10% with theo-
retical Mie calculations Fig. 5 in Lee and Lewis23.
3. Results
A. Oceanographic Setting
The LEO-15 study site is an area of considerable
seasonal and interannual variability, semidiurnal
tides, internal solitary waves, upwelling, fronts,
coastal jets, eddies, storms, and river and estuarine
outflows. Several of these processes were observed
during the summer 2000 field study. In-water opti-
cal properties were heavily influenced by a water
mass–turbidity front that was located 8–15 km
from shore. This front separated relatively turbid
nearshore waters 15 km from shore from clearer
offshore waters 15–25 km from shore.31 Particu-
late absorption, compared with dissolved matter ab-
sorption, dominated total absorption nearshore at
440 nm. In contrast, particulate and dissolved mat-
ter each accounted for roughly 50% of total absorp-
tion at   440 nm 
15 km from shore. Small-scale
of the order of a few kilometers convergence and
divergence zones formed from the interaction of se-
midiurnal tides with mean currents and the water
mass–turbidity front. These convergence and diver-
gence zones, coupled with the presence of the hori-
zontal gradient of particulate matter from nearshore
higher to offshore lower, formed small-scale 2–
5-km patches of particles. Further details about
the relationships between physical processes and op-
tical properties at the LEO-15 site in the summer of
2000 can be found in Chang et al.31
B. Upwelling Radiance and Remote-Sensing Reflectance
Spectra
We utilized Eqs. 2 and 3 to extrapolate OCP-
measured upwelling radiance spectra to 0.66 m below
the sea surface, just below the sea surface 0	, and
just above the sea surface 0. HyperTSRB Lu,
0.66 m was extrapolated to z  0	 and 0. These
resulting upwelling and water-leaving radiance spec-
tra were then compared with each other as well as
with Hydrolight-computed upwelling z  0.66 m
and water-leaving radiance. HyperTSRB and OCP
comparisons of Lu, 0.66 m and Lw at the Sea-
Viewing Wide Field-of-View Sensor SeaWiFS wave-
lengths are shown in Tables 1 and 2. Figure 2
illustrates the comparisons among the HyperTSRB,
OCP, and Hydrolight-computed Lu, 0.66 m. Er-
rors are reported as percent differences and calcu-
lated with the following equation:
diff  100   Lu, z1  Lu, z20.5Lu, z1  Lu, z2 , (4)
where Lu, z1 is upwelling or water-leaving radi-
ance measured by the HyperTSRB or OCP and Lu,
z2 is upwelling or water-leaving radiance measured
or estimated with OCP or Hydrolight. Tables 1–4
show averaged percent differences of several up to
30 measurement stations; therefore absolute values
of percent differences are presented. Comparisons
between instrument-measured and Hydrolight-
computed upwelling and water-leaving radiances are
shown in Tables 3 and 4 and Figs. 2 and 3. Remote-
sensing reflectance spectra are shown in Fig. 4. We do
not show Rrs statistical information because it is
the same as that for water-leaving radiance; we used
the same HyperTSRB-measured Ed for all remote-
sensing reflectance calculations.
The spectral shapes of upwelling radiance and
remote-sensing reflectance were dependent on sam-
pling location. Inshore of the water mass–turbidity
Table 1. Average Absolute Value of Percent Differences Computed
with Eq. 4 and r2 Values between HyperTSRB and OCP Lu, 0.66 m
Location
Wavelength
r2 Value412 442 490 532 555 590 682
Inshorea 39 37 31 20 19 11 25 0.97
Offshorea 26 23 17 11 10 18 11 0.96
Total average 35 32 26 17 16 13 20 0.97
aIn relation to the turbidity front. See Chang et al.31 for details
regarding optical properties inshore and offshore of the turbidity
front.
Table 2. Average Absolute Value of Percent Differences Computed
with Eq. 4 and r2 Values between HyperTSRB and OCP Lw
Location
Wavelength
r2 Value412 442 490 532 555 590 682
Inshorea 33 31 24 14 13 12 21 0.95
Offshorea 21 18 12 8 8 26 10 0.93
Total average 30 27 21 12 12 16 17 0.95
aIn relation to the turbidity front. See Chang et al.31 for details
regarding optical properties inshore and offshore of the turbidity
front.
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front, Lw and Rrs spectra were relatively con-
stant in shape except 2 km from the mouth of Great
Bay. In this nearshore region, large peaks were ob-
served at the 560-nm wavelength for normalized
RrsRrs680 nm. RrsRrs680-nm spectra off-
shore of the water mass–turbidity front were signif-
icantly different in shape compared with the inshore
spectra, with a shoulder of higher values between 400
and 520 nm Fig. 4g.
4. Discussion
The agreement between the HyperTSRB and the
OCP measurements of Lu, 0.66 m is within 25%
Fig. 2. HyperTSRB solid curves, OCP open circles, and
Hydrolight-computed dashed curves comparisons of Lu, 0.66 m
at the SeaWiFS wavelengths: a and b 5 km offshore of the
turbidity front 39.37° N, 74.21 °W; c and d 5 km inshore of
the front 39.46 °N, 74.26 °W, e and f  at the turbidity front
39.41 °N, 74.20 °W; g and h 12 km offshore of the turbidity
front 39.37 °N, 74.13 °W. Differences among the three methods,
calculated by Eq. 4, are shown in the right-hand column.
Table 3. Average Absolute Value of Percent Differences Computed
with Eq. 4 and r2 Values between HyperTSRB and Hydrolight and OCP
and Hydrolight in parentheses for Lu, 0.66 m
Location
Wavelength
r2 Value412 442 490 532 555 590 682
Inshorea 17 16 13 15 17 25 43 0.96
21 19 18 17 23 16 31 0.99
Offshorea 14 11 12 17 19 32 69 0.95
17 14 15 18 20 22 69 0.98
Total average 14 12 12 16 19 29 45 0.96
21 18 18 18 23 19 38 0.99
aIn relation to the turbidity front. See Chang et al.31 for details
regarding optical properties inshore and offshore of the turbidity
front.
Table 4. Average Absolute Value of Percent Differences Calculated
with Eq. 4 and r2 Values between HyperTSRB and Hydrolight and OCP
and Hydrolight in parentheses for Lw
Location
Wavelength
r2 Value412 442 490 532 555 590 682
Inshorea 21 24 19 7 6 13 10 0.96
26 20 16 15 22 17 17 0.99
Offshorea 8 9 15 19 23 36 21 0.92
17 17 14 18 22 19 21 0.98
Total average 16 18 18 12 14 23 13 0.94
22 17 14 16 22 18 20 0.98
aIn relation to the turbidity front. See Chang et al.31 for details
regarding optical properties inshore and offshore of the turbidity
front.
Fig. 3. Comparisons of HyperTSRB solid curves, OCP open
circles, and Hydrolight-computed dashed curves Lw: a and
b 5 km offshore of the turbidity front 39.37 °N, 74.21 °W; c
and d 5 km inshore of the front 39.46 °N, 74.26 °W; e and f 
at the turbidity front 39.41 °N, 74.20 °W; g and h 12 km
offshore of the turbidity front 39.37 °N, 74.13 °W. Differences
among the three methods, calculated by Eq. 4, are shown in the
right-hand column.
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at 412 nm to 13% at 590 nm and averaged 25% over
all wavelengths Table 1 and Fig. 2. This is re-
markable given that radiances are difficult optical
parameters to measure accurately because of the
many variables affecting the measurement see Sub-
section 4.A.1. More remarkable, however, is that
we find percent differences of 25% between
Hydrolight-modeled and HyperTSRB- and OCP-
measured radiances except in the red wavelengths;
Tables 3 and 4. These results, however, are not as
promising for ocean color satellite measurement
goals. For example, the moderate-resolution imag-
ing spectroradiometer MODIS goal is to estimate
normalized Lw to within 5% in the blue wave-
lengths. This would be extremely difficult given
that in situ measurement capabilities are shown to be
accurate to within 25%.
A. Sources of Error
1. Instrument Measurement Uncertainties
HyperTSRB and OCP water-leaving radiance mis-
matches Table 2 are most likely due to the extrap-
olation of subsurface measurements to above-surface
values. Environment and instrument design issues
contributing to measurement differences between the
HyperTSRB and the OCPs include instrument tilt,
errors in wavelength registration, self-shading, and
depth of the Lu, z sensor on the HyperTSRB. We
quantified possible instrument measurement errors
from up to 5°–10° tilting of the HyperTSRB by re-
moving the top and bottom one third of the data
within the sampling period, i.e., outliers, before av-
eraging. This new value was then compared with
the average of the entire data set. Results show that
possible tilt errors were negligible 1%. Temper-
ature effects may cause shifts in wavelengths of up to
5 nm in radiometers. Average errors caused by
such wavelength shifts were found to be within 6%,
with the largest errors found in the blue to green
wavelengths.
Average self-shading errors have been reported to
be approximately 5% for measurements of upwelling
radiance and are highly dependent on solar angle and
water column absorption.17 Leathers et al.18 found
TSRB self-shading errors for a solar angle of 0° and
scattering to an absorption ratio of 2.0 4.0 of up to
33% 26% and 58% 37% for absorption values of 0.2
and 0.5 m	1, respectively. These are the ranges of
scattering to absorption ratios and absorption values
found during the 2000 HyCODE experiment. Self-
shading errors were corrected for HyperTSRB data
by use of the correction factors in Leathers et al.,18
but not for OCP data because the needed correction
factors for the geometry of that instrument are not
available.
Changes in the distance between the sea surface
and the depth of the Lu, z sensor on the Hy-
perTSRB may cause errors in measurements of Lu,
0.66 m. We determined the errors by comparing
OCP-measured Lu, 0.66 m, Lu, 0.71 m, and Lu,
0.76 m. Results show that a 5-cm change in depth
of the HyperTSRB Lu, z sensor would result in
changes in Lu, z of up to 14.4%, 21.7%, and 12.6%
in the blue, green, and red wavelengths, respectively.
A 10-cm change would cause errors of 17.6%, 22.3%,
and 14.8% in the blue, green, and red wavelengths,
respectively.
The spectral shape of the differences associated
with changes in depth of the Lu, z sensor on the
HyperTSRB is similar in shape to the differences
between HyperTSRB and OCP measurements that
can be seen in Fig. 2. Therefore uncertainties of the
measurements, particularly depth differences, can
account for the 25% difference found between Hy-
perTSRB and OCP determinations of Lu, z Table
1; Fig. 2, with HyperTSRB Lu, z sensor changes in
depth accounting for the spectral shape of the errors.
2. Hydrolight Simulation Uncertainties
The values at the chlorophyll fluorescence peak
680 nm are affected by both the assumed spectral
chlorophyll-specific absorption coefficient aph* and
the chlorophyll fluorescence quantum efficiency,
which is taken to be constant 0.02 in these Hydro-
Fig. 4. Rrs derived from HyperTSRB solid curves and OCP
open circles measurements and Hydrolight simulations dashed
curves: a and b 5 km offshore of the turbidity front
39.37 °N, 74.21 °W; c and d 5 km inshore of the front
39.46 °N, 74.26 °W; e and f  at the turbidity front 39.41 °N,
74.20 °W; g and h 12 km offshore of the turbidity front
39.37 °N, 74.13 °W. Differences among the methods, calculated
by Eq. 4, are shown in the right-hand column.
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light simulations. The natural variability of fluores-
cence quantum efficiency has been found to be be-
tween 0.01 and 0.03 Westberry32 and references
therein. Therefore the relatively larger errors
found in the chlorophyll fluorescence band Tables 3
and 4 can be attributed to Hydrolight simulation
assumptions used in the computation of chlorophyll
fluorescence and assumptions about aph*. The
natural variability of aph* is between 0.008 and
0.023 m	1 at 676 nm.25 Ideally, measured values of
aph* should be input into the model for more ac-
curate AOP outputs. Unfortunately, no measure-
ments of fluorescence quantum yield and no
concurrent measurements of aph* were made dur-
ing the 2000 HyCODE experiment.
Additional possible sources of error for the deriva-
tion of Lw include assumptions about the VSF and
scattering corrections. Mobley et al.33 found that
calculations of radiometric quantities and AOPs from
IOPs are sensitive to the backscatter fraction and the
shape of the scattering phase function at intermedi-
ate and backward-scattering angles. We assume
that the shape of the measured VSFs were indepen-
dent of wavelength. Therefore relatively small er-
rors in measurements of the VSF at 532 nm with the
prototype instrument can lead to significant differ-
ences in Hydrolight calculations of Lw at other
wavelengths. Also, differences may be due to the
presence of vertical structure of optical properties in
the water column because VSF measurements were
made at single depths and assumed to be constant
throughout the modeled water column. See Mobley
et al.33 for a sensitivity analysis of VSF effects on
AOPs and Chang et al.31 for a description of the water
column vertical structure of optical properties at the
LEO-15 site.
Errors in the blue wavelengths 412–490 nm; Ta-
bles 3 and 4 may be due to uncertainties in the
scattering corrections for ac-9 measured absorption
and scattering coefficients, which are used as inputs
to Hydrolight. As mentioned in Subsection 2.D, un-
certainties in scattering corrections can result in er-
rors in absorption of up to 20% and in scattering of
approximately 5–10%.30 These errors are then
propagated throughout the radiative transfer equa-
tions in Hydrolight, leading to inaccurate computa-
tions of the output radiances. The spectral shape of
the differences between model simulations and mea-
surements is described by Hydrolight assumptions
about the fluorescence quantum yield and aph*
red wavelengths and ac-9 scattering corrections
blue wavelengths.
VSF assumptions and ac-9 scattering correction
errors likely explain the differences in percent errors
between inshore and offshore stations in relation to
the turbidity front; Tables 1–4. Generally speak-
ing, mismatches are greater in the more turbid in-
shore stations because of the presence of higher
concentrations of particles and thus higher scattering
and higher chlorophyll concentrations.
B. Rrs Measurements and Closure
Direct measurements of Rrs cannot be made, and
various methodologies have been utilized in its deter-
mination.11 Figure 5 shows that, when the simplis-
tic approach TSRB- or HyperTSRB-measured Lu,
0.66 mEd, 0
 m is used for estimates of Rrs, it
leads to errors of up to 50% in the green wavelengths
as compared with Rrs  LwEd, 0
 m see Eq.
3. Techniques to derive Lw from in situ mea-
surements of Lu, z are briefly described in this
paper. However, all these derivations require addi-
tional supporting measurements, e.g., IOPs for Hy-
drolight modeling spectral absorption, attenuation
or scattering coefficients, VSF measurements, chlo-
rophyll concentration, chlorophyll-specific absorp-
tion or profiled or multisensor Lu, z
measurements for empirical extractions together
with above-water measurements of Ed.
The simplest technique for accurate, direct deter-
minations of Rrs from in situ measurements a
TSRB or HyperTSRB may be to include an addi-
tional upwelling radiance sensor at a depth different
from 0.66 m.13 The two radiance sensors would be
used to calculate the diffuse attenuation coefficient
for upwelling radiance by Eq. 2. KL would then
be used to extrapolate Lu, z to Lw following Eq.
3. The HyperTSRB would also provide down-
welling irradiance above the sea surface, Ed, 0
.
5. Summary
In situ observations of upwelling radiance were made
during the HyCODE project in coastal New Jersey
25-m water depth waters with two different meth-
ods: 1 surface-buoy HyperTSRB and 2 profiling
OCPs. These measurements were compared with
Fig. 5. Rrs  Lu, 0.66 mEd, 0 m dashed curve with
crosses compared with Rrs  Lw, 0
 mEd, 0 m solid
curves with symbols for measurements 5 km offshore of the
turbidity front 39.41 °N, 74.20 °W. HyperTSRB data are shown
in a and b and OCP data are illustrated in c and d. Differ-
ences were computed by Eq. 4 and are shown in the right-hand
column.
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model estimates that used complementary measure-
ments of IOPs for Hydrolight 4.1 model inputs.
KL was computed with data from the OCPs to
determine Lu, 0.66 m, Lu, 0
	, and Lw also
with the n-squared law for radiance. Average
agreement between HyperTSRB and OCP determi-
nations of Lw was 26%, 13%, and 17% at blue,
green, and red wavelengths, respectively; average r2
was 0.95. Comparisons of HyperTSRB and OCP
Lw with Hydrolight simulations yielded percent
differences of 17% 18%, 17% 18%, and 13% 20%
for blue, green, and red wavelengths, respectively.
The average r2 was 0.94 for HyperTSRB and 0.98 for
OCP comparisons with Hydrolight. Differences are
attributed to Hydrolight assumptions about the chlo-
rophyll fluorescence quantum efficiency and the spec-
tral chlorophyll-specific absorption coefficient,
scattering corrections for ac-9 absorption data used in
Hydrolight, and errors and assumptions associated
with VSF measurements. Radiance measurement
inaccuracies also contributed to discrepancies, with
the largest source of error being the differences in the
depth of the Lu, z sensor on the HyperTSRB. Mis-
matches are, in general, greater in the more turbid
inshore stations because of the presence of higher
concentrations of particles and thus higher scattering
and higher chlorophyll concentrations.
We suggest techniques for estimating Rrs using
in situ measurements. This method involves the in-
clusion of an additional upwelling radiance sensor on
a TSRB or HyperTSRB at a depth different from
0.66 m. The two sensors would be used to compute
KL and then be used to extrapolate Lu, z to
Lw.
Differences between measured and modeled up-
welling and water-leaving radiances and remote-
sensing reflectances were within 20%. This is an
important step forward in the understanding of clo-
sure of IOPs and AOPs between models and data for
coastal waters. Advancement of optical instrumen-
tation technology now affords us the tools to improve
our measurements and thus radiative transfer mod-
els. For example, newly developed scattering in-
struments23 now provide direct measurements of the
VSF rather than one having to rely on coarsely re-
solved data sets collected more than 20 years ago.34
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